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FOREWORD 


•pjiis  rerort  was  prsparsd  in  accordanc©  with  ^  TECOM 
Regulation  (Draft)  70-18;  Research,  Development,  and  Ac^isition 
for  INSTRUMENTATION  DEVELOPMENT  AND  ACQUISITION,  1  April  1989. 

It  documents  the  development  of  instrumentation  currently  in 
that  measures  forward  or  reverse  vehicular  movement  time.  This 
project  was  conducted  by  the  Engineering  Support  Branch, 
Technical  Support  Division,  Materiel  Test  Directorate,  U.  S. 
Army  Yuma  Proving  Ground  to  enhance  and  expand  the  nata 
collection  capability  on  mobility/durability  test  vehicles.  The 
assistance  of  technical  editor,  Mary  Lou  Wilkey,  and  electronics 
technician,  Gerry  Bauer,  in  preparing  and  documenting  this 
report  is  acknowledged. 
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SECTION  1 .  SUMMARY 

1 . 1  BACKGROUND 

Traditionally,  power-on  time 

4%^inT  on  m^aXV^pol^r  switch  and  turning  the 

^SS^?%witch  o«;  or.  the  that  the^^™-- 

switch  was  activated.  In  otner  J;.  -  tests  The  time 

?eco?denitr?hS  inIt?SLn”?ion  Sas  with  or  without  jehicle 

movement.  There  was  ®  gn^^idle  *t ime*  ^ther  than  just 

operational  movement  time  data  and  idle  time 

the 

power-on  data . 

The  vehicle  performance  recorders  (VPR)  used  P“°t  ^o  this 
instrumentation  development  project  were  capa^^e^o  ^  ^ 

:SiSs?v™SLftLts!'  SeLfore  a  new, 

^  ^  to  record  and  store  vehicle  movement  data.  The 

MoViiiitv  Branch  of  Test  Engineering  tasked  the  Engineering 

sCppoi?B“to*develop  Instrumentation  for  thrspurp^ 

(rlference  Appendix  A).  *?“thren?S  purpose  of  the 

also  applicable  to  average  speed  and  operational 
statistical  calculations. 

This  project  was  titled  the  Development  of  the  Vehicular 
Movement  Detector  Meter  (VMDM) . 


1.2  DESCRIPTION  OF  INSTRUMENTATION 

°  ^rloSirHlx^nverter  Schmitt  trigger 
O  Resistors 
o  Capacitors 
o  Diodes 

o  mlfln-IIne  Package  (DIP)  Switch  (4  Position) 
o  Electronic  solid  state  hour-meter 
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FIGURE  1.  Final  Design. 


Vehicular  Movement  Detector  Meter 
(VMDM) 
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The  circuitry  was  designed  to  stretch  or  convert  a 
pulsating  Direct  Current  (DC)  signal  to  a  steady  state  DC  level 
(see  Appendix  B  for  oscilloscope  waveform  diagrams) .  The  steady 
state  DC  then  activates  a  transistor  which  acts  as  an  on/off 
switch  operating  a  digital  clock  hour-meter.  The  activating 
signal  may  be  obtained  from  an  independent  source  such  as  VPR 

and  .  .  t.  •  i_ 

tachograph  transducers  or  it  can  be  obtained  from  a  switch  which 

is  powered  by  the  VMDM. 

Using  a  switch  sending  unit  connected  to  the  speedometer’s 
flexible  shaft,  the  meter  recorded  forward/ reverse  vehicle 
movement  in  tenths  of  hours.  This  electronic  hour-meter 
pj-Qvided  data  appropriate  for  mobility  tests  conducted  to  analyze 
non— movement  operational  times  versus  operational  movement  times 
in  vehicles  and  get  the  actual  "down  time".  The  VMDM  is  powered 
from  the  vehicle  electrical  power  bus. 


1 . 3  OBJECTIVES 

The  objectives  of  this  project  were: 

a.  To  develop  instrumentation  which  would  enhance  and 
expand  the  data  collection  capability  on  mobility/durability 
test  vehicles. 


b.  To  develop  instrumentation  capable  of  recording 
actual  forward/reverse  movement  time  (in  tenths  of  hours)  of 
vehicles . 


c.  To  install  and  test  the  instrument  on  wheeled  and 
tracked  test  vehicles  performing  mobility/ durability  test 
scenarios  to  analyze  performance. 


1.4  SUMMARY  OF  RESULTS 

The  VMDM  was  designed  and  built  to  perform  the  required 
function.  Tests  were  conducted  on  the  prototype  instrument  to 
determine  the  design  feasibility. 

Additional  tests  were  conducted  on  a  re-designed  model. 
These  tests  were  conducted  using  the  Vehicle  Performance 
Recorder  (VPR)  or  the  ARGO  Instruments  tachograph  sending  units 
and  also  a  switch  biased  by  the  VMDM. 

Five  of  the  re-designed  instruments  were  built.  All  five 
of  the  units  were  used  in  bench  testing  for  the  "full— on"  state 
and  four  of  the  units  were  installed  in  different  5-ton  class 
mobility  test  vehicles  for  field  testing.  All  five  of  the 
instruments  tested  functioned  properly. 
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The  bench  test,  using  a  sweep  function  generator  to 
generate  the  activating  pulse,  revealed  that  the  start  state  of 
the  meter  was  less  than  0.7  mph  with  a  "full-on”  state  of  0.7 
mph  and  a  maximum  recording  speed  of  greater  than  350  mph. 

1.5  ANALYSIS 

a.  Bench  Test. 

The  results  of  the  bench  test  were  satisfactory,  with 
a  "full-on"  state  at  0.7  mph  and  a  maximum  recording  speed  greater 
than  350  mph. 

b.  Field  Test. 

The  re-designed  model  of  the  VMDM  provided 
statistically  accurate  forward/reverse  vehicle  movement  data  (in 
tenths  of  hours) .  The  design  modification  improved  the  start  or 
"on"  time  of  the  meter  from  1.4  mph  to  0.7  mph. 

1.6  CONCLUSION 

The  VMDM  can  perform  its  function  efficiently.  No 
shortcomings  were  noted  with  the  design.  The  design  of  the 
instrument  allows  it  to  be  used  with  other  pulse  generating 
equipment  or  sending  units. 

1 . 7  RECOMMENDATION 

Because  of  the  accuracy,  low  cost,  ease  of  installation, 
and  high  reliability  of  the  VMDM,  it  is  recommended  that  all 
test  vehicles  use  the  VMDM  when  data  of  actual  forward/reverse 
movement  time  are  required  instead  of  or  in  addition  to  power-on 
data.  However,  the  future  use  of  this  instrumentation  should 
not  be  limited  to  track  or  wheeled  vehicles.  The  use  could  be 
extended  to  any  rotating  device  capable  of  delivering  the  pulse 
required  to  operate  the  VMDM. 
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SECTION  2. 


details  of  task 


2 . 1  INTRODUCTION 

The  Mobility  °Bent''of*an''inst?i:Ient  ^vlhlcular^ 

Division  taquested  the  dev^opment^of  in  mobility 

fer“wc?e“  rovide  the 

CfyBTs^l'o;era^?onal  failure  problens.  The  four  requrreeents 
were  defined  as  follows: 

a  Vehicle  movement  time  actual  time  the 
is  in  motioA  as  recorded  by  the  VMDM. 

a.-  difference  between  ignition/oil 

b.  Idle  time  0.1-^  and  VMDM  accumulated  time, 
pressure  switch  hour-meter  time  and  VMDM  a 

c.  Average. speed  -  the  actual  Biles  driven  divided 
by  VMDM  accumulated  time. 

a.  Statistical  analJ2i®  "  “°'^®”®^\”°pensionf  track, 

failures/probleBS  enoounterea  in  »  p 
Si?  aSLo^JvfanffraBe  subsysteBS. 

specifically,  the. device  was 

tracked  or  wheeled  ''®b;f  ®  ,JSu*°"ted  in  this  Banner  and  the 

tirlcSSatl™  tte^power  on"  Beter  to  deterBine  idle 

time*  . 

Support‘’B??n?ns"™Sc!ally"tvaU:b!r^ 

purpo^W^eSl^'^ehlS?”  i^is^auSirpro^'edure^as 

as  follows: 

a.  Three  sending 

the  speedoBeter  flexible  s  e  ^  switches  (TR-8  2525-8) ,  and 

2  -  Masstech  yellow  3  Hall  Effect  Switch  sending  unit. 

1  -  ARGO  instrument  2157  Hall  E£  ^as  used  to 

one  of  the  Masstech  yellow  ^®™^Lrder  (VPR)  .  The  other 
derate  the  Vehicle  Perf chance  Recorder^ 

Masstech  yellow  3acket  switcn  w  installed  to  operate 

The  ARGO  InstruBent  ®“ftng  unit  wa 
an  ARGO  tachograph,  models  iJiu 


FIGURE  2.  VMDM  Prototype  Assembly. 


The  HMMWV  test  vehicle  ran  a  mobility  test  scenario  ovet 
desert  terrain  in  accordance  with  the  prescribed  test  plan.  The 
VMDM  beg^n  recording  at  1.4  mph.  The  accumulated  readings  were 
verified  and  checked  for  accuracy  at  the  end  of  each  operation 
shift.  The  prototype  hour-meter  testing  discontinued  after 
153.5  hours  when  one  of  the  speedometer  flexible  shaft  drive 
tips  became  un-crimped  presumably  due  to  the  amount  of  torque 
being  applied  when  the  pulse  generating  sending  unit  was 
inserted  in-line  with  the  speedometer  flexible  shaft. 

The  prototype  hour-meter  test  proved  that  the  instrument 
satisfactorily  recorded  the  forward  and  reverse  movement  for  the 
153.5  hours  that  it  was  in  operation.  The  design  of  the 
prototype  instrument  was  satisfactory.  However,  it  was 
determined  that  alternative  methods  could  be  used  to  pick  up  the 
pulse  signal,  by  modifying  the  prototype  circuitry;  (The 
speedometer  flexible  shaft  failure  did  not  affect  the  test 
results.) 

After  the  initial  test  of  the  prototype  hour-meter, 
alternative  methods  of  picking  up  the  signal  pulse  were 
explored.  The  alternative  methods  were  desirable  because  some 
mobility  tests  require  multiple  modes  for  recording  data.  These 
modes  can  include  any  one  or  more  of  the  following  combinations: 
VPR,  VMDM,  and/or  tachograph. 

Two  tasks  were  initiated  to  modify  the  prototype  VMDM  to 
reduce  the  start  or  ** full-on"  state  to  below  one  mph  and  to 


limit  the  excessive  torque  loads  on  the  speedometer  flexible 
shaft.  The  reduction  in  the  ” full-on"  state  speed  was 
accomplished  by  changing  capacitors  in  the  circuitry.  Liira  mg 
the  excessive  torque  was  accomplished  by  designing  a  to 

opLaS  fn  ^wo  additional  configurations  (modes)  pr  a  total  of 
three  operational  configurations  described  as  fol^ov/s. 

a.  Independent  Configuration.  This  was  the  original 

1  nn  of  the  orototype  and  was  retained  in  the  re- 

designed  instrument.  It  used  a  separate  pulse  sending  unit  and 
was  powered  by  the  vehicle's  electrical  system. 

b.  High  Impedance  Configuration.  This  configuration 
slaved  off  the  VPR's  Masstech  yellow  jacket  switch,  TR  8 , 
SenJinq  thi  signal  to  the  metering  device.  This  configuration 
can  alio  slave  off  the  tachograph's  ARGO  Instruments  2157  hall 
effect  switch  sending  unit. 

c.  Low  Impedance  Configuration.  This  configuration 
was  designed  to  use  a  low  impedance  signal  device.  This 
configuration  was  not  tested. 

The  three  configurations  were  developed  and  incorporated  as 
alternative  signal  pick  up  sources  in  the  re-designea  meter. 
nlTrl-lTsignld  meters  were  built.  Four  of  ^hese  meters  were 
installed  in  5-ton  class  vehicles  “■’‘^J^going  mobilig  test-  t 
YPG.  The  re-designed  meter  is  the  subject  of  the  balance  or 

this  report. 

2 . 2  OBJECTIVES 

To  develop  an  hour-meter  capable  of  measuring  in  tenths  of 
hours  the  forward  and  reverse  movement  of  wheeled  and  tracked 
test  vehicles.  The  desired  characteristics  are: 

a.  To  have  a  "full-on"  state  at  less  than  one  mph. 

b  To  use  commercially  available  components  augmented 
with  in-house  circuit  design  to  customize  movement  recording 
instrumentation . 

c.  To  maintain  compatibility  with  standard  ,  .  , 
instrumentation  currently  used  in  wheeled  and  tracked  vehicles. 

d  To  incorporate  the  features  of  the  prototype  VI4DM 
and  add  alternative  methods  of  picking  up  the  pulse  Sigiiax. 
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2 . 3  SYSTEM  COMPONENTS 

Standard  commercially  available  components  were  used  as 
extensively  as  possible  in  the  re-designed  hour-meter 
instrument.  The  following  components  were  purchased  from 
commercially  available  sources  for  use  in  the  design; 

1  -  solid  state  electronic  hour-meter  (Dayton 

Instruments  No.  56458-04  Model  876  12/24  VDC) 

1  -  74HCT14  low  power  hex  schmitt  trigger  inverter 
chip 

1  -  7805  power  regulator 
1  -  2N1480  transistor 
1  -  4-position  DIP  switch 
1-1/2  amp  fuse  with  holder 

12  —  resistors;  3  —  Ik  ohms,  5  —  10k  ohms,  1  —  33k 
ohms,  1  -  3.9M  ohm,  and  2  -  IM  ohms. 

5  -  capacitors:  3  -  1553  and  2  -  1535 

4  -  diodes  1  -  1N4733,  and  3  -  1N914 

1  -  container  box 

IC  sockets,  wire  wrapped 

Header  or  component  carriers 

Wire  wrap  transistor  socket 

Vector  board 

Wire  wrap  (wire)  _ 

4  —  conductor  wires,  shielded  wiring 


2 . 4  PROCEDURE 

a.  Assembly. 

The  components  were  assembled  as  shown  in  the 
schematic  drawing  in  Figures  3-1  and  3-2. 

vulcanizing  (RTV)  silicone  sealant  was  applied  to  ^^e  "ire 
connections  and  the  instrument  housing  to  maintain  the  stability 
of  the  wire  wrap  circuits  and  prevent  * 

The  use  of  RTV  does  not  allow  easy  reworking  of  the  circuits  or 
easy  access  to  the  interior  of  the  instrument  housing  but  the 
use  of  RTV  is  necessary  due  to  dust. 
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FIGURE  3-1.  Schematic  Drawing.  VMDM. 
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b.  Installation.  (Full  details  are  illustrated  in 
Appendix  C) 

(1)  External  Wire  Connections.  Four  conductor 
shielded  wire  hookups  were  used  as  follows. 

(a)  Power  Hookup.  12  to  24  VDC  (tested) 
red  wire  positive  and  black  wire  negative. 

(b)  Signal  Hookup.  5  to  8  VDC  (pulsed  or  square 
wave  input)  white  wire  positive  and  green  wire  negative.  These 
wires  can  be  interchanged  without  adverse  effect  on  the  system. 

(2)  DIP  Switch  Settings.  The  sending  units  used 
for  this  device  were  specifically  tested  for  use  in  this  unit. 
Other  sending  units  are  considered  to  be  workable.  Internal  to 
the  VMDM  is  a  four-position  DIP  switch  which  sets  the  metering 
device  to  different  configurations/modes.  The  DIP  switch 
settings  are  shown  on  a  label  attached  inside  the  instrument 
housing  for  the  following  functions; 

(a)  Independent  Mode.  This  mode  uses  the 
internal  5  VDC  power  regulator  in  the  VMDM  to  power  the  sending 
unit  attached  to  it.  Power  input  to  the  VMDM  is  12  to  28  vdc 
from  the  vehicle  electrical  system.  The  switch  settings  for 
this  mode  are  ;  SWl  -  CLOSED;  SW2  -  OPEN;  SW3  -  OPEN;  SW4  -  Not 
Used. 


(b)  High  Impedance  Mode  or  Tachograph/ VPR  Mode. 
Sending  units  (successfully  tested) :  Masstech  yellow  jacket 
switch  TR-8  2525-8  which  was  used  in  conjunction  with  the  VPR, 
and  ARGO  Instruments  (Hall  Effect  sending  unit)  No.  2157  which 
was  used  with  tachograph  model  1310  or  1318.  Both  of  these  high 
impedance  sending  units  generate  8  pulses/revolution  output. 

This  mode  slaves  off  of  or  is  activated  by  either 
the  ARGO  Instrument  tachograph  Hall  Effect  sending  unit  or  the 
Masstech  yellow  jacket  switch  sending  unit.  The  power  is 
supplied  by  either  the  tachograph  or  the  VPR  which  are  both 
powered  by  the  vehicle  electrical  system.  The  switch  settings 
for  this  mode  are  ;  SWl  -  OPEN;  SW2  -  CLOSED;  SW3  -  OPEN;  SW4  - 
Not  Used. 


(c)  Low  Impedance  Mode.  This  configuration 
was  designed  to  be  slaved  or  powered  off  a  low  impedance  pulse 
source.  This  configuration  was  not  used  or  tested.  A  minor 
modification  on  the  circuit,  a  resistor  or  capacitor  change,  may 
have  to  be  made  before  this  configuration  is  usable. 
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c.  Vehicle  Installation. 

The  sending  units  for  the  independent  and  high 
impedance  modes  were  connected  to  the  vehicle  speedometer 
flexible  shaft  in  one  of  two  places:  between  the  flexible  shaft 
and  the  transfer  case  or  between  the  flexible  shaft  and  the 
speedometer. 

2.5  TEST  OF  THE  RE-DESIGNED  METER 
a.  Bench  Test. 

The  re-designed  VMDM  instruments  were  bench  tested  to 
determine  the  "full-on"  miles  per  hour.  The  test  was  conducted 
using  a  test  fixture  (Figure  4)  configured  to  rotate  at  an 
eguivalent  speedometer  rate  of  1  mph.  One  of  the  instruments 
was  bench  tested  for  accuracy.  Two  types  of  sending  units  were 
used. 


(1)  VMDM  and  ARGO  Instruments  Hall  Effect  sending 

unit  No.  2157  (used  with  tachograph  models  1310  or  1318)  ,  was 

tested  for  20  hours.  The  ending  VMDM  reading  was  20.1  hours. 

(2)  VMDM  and  Masstech  yellow  jacket  sending  unit 

(used  with  the  VPR)  was  tested  for  18  hours.  The  ending  VMDM 
reading  was  18.1  hours . 

b.  Field  Test. 

Four  of  the  five  re-designed  VMDM  instruments  were 
installed  in  5-ton  class  vehicles.  These  vehicles  undeirwent 
20,000-mile  Initial  Production  endurance  testing  at  YPG.  The 
instruments  were  connected  by  slaving  off  the  ARGO  tachograph 
sending  unit.  As  of  1  November  1988,  the  hours  recorded  on  the 
four  vehicles  were:  834.6,  806.3,  762.1,  and  379.5 

respectively.  The  devices  were  monitored  and  evaluated  at  the 
end  of  each  work  shift. 

2.6  RESULTS  OF  TEST 

a.  Bench  Test. 

The  VMDM  functioned  satisfactorily. 

b.  Field  Test. 

The  four  meters  functioned  satisfactorily.  By  using 
the  tachograph/ VPR  mode  to  connect  the  meter,  the  pulsing 
sequence  that  started  the  device  activated  and  was  at  a  full 
on"  state  at  0.7  mph. 
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FIGURE  4.  Bench  Test  Equipment. 


2.7  ANALYSIS  OF  TEST 
a.  Bench  Test. 

on-  state  IT IT  Th’L 

^^neSlI^Ievices  use. 


b.  Field  Test. 

The  results  of  the  field  test  were  satisfactory.  The 

re-designed  models  of  the  VMDM  ^LS?s K  ^ 

forward/ reverse  vehicle  movement  data  (in  tenths 

2 . 8  CONCLUSIONS 

The  VMDM  can  effectively  perform  its  function.  No 
shortcomings  were  noted  with  the  design. 

The  VMDM  provides  reliable  movement  time  data  appropriate 
for  statistical  analysis  of  idle  time,  average  speed,  and 
operational  failures . 

The  VMDM  is  less  expensive  to  purohase/construot  than  the 
VPR  systein  and  will  not  loose  data  at  power  o 

2 . 9  RECOMMENDATIONS 

It  is  recommended  that: 

a.  All  vehicles  undergoing  research  and  development 
testing  use  the  VMDM. 

b.  Future  models  of  the  VMDM  should  be 

a  printed  circuit  board  instead  of  using  wire  wrapped  circuitry. 

c.  A  resettable  meter  may  further  enhance  the  design 
of  this  device. 
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APPENDIX  A 


DISPOSITION  FORM 

FfK  ua*  ol  ihit  form.  AR  340'! 6:  th«  proponent  apincy  >•  TAGO. 


reference  or  office  symbol 


STEYP-HT-ET 


Instrumentation  Support— Moving  Time  Hour  Meters 


STEYP-MT-TS 


TANK-AUTOMOTIVE  BR 


17  SEPT  87 


1.  Request  that  four  each  moving  time  hour  meters  using  electronic  type -hour 
meters  be  fabricated  for  use  during  the  FA/IPT  of  M939A2  Series  5-Tons  to 
start  in  early  Nov.  87. 

2.  Request  that  four  each  electronic  type  hour  meters  also  be  provided  for 
recording  total  operating  time. 

3.  The  hour  meters  should  be  readable  to  o.l  hour  and  total  to  9999.9  hours* 

4.  Funds  are  available  as  follows: 


XO/VO 
PROJ  NO 


3703-2333-51 

l-VG-120-939-010 


5.  Most  all  military  wheeled  vehicles  have  a  speedometer  drive  cable  that 
turns  at  1000  revolutions  per  mile  and  it  is  assumed  that  this  vehicle  will 
have  the  same  configuration,  but  this  will  be  verified* 

6.  The  automotive  instrument  lab  has  a  variety  of  pulse  type  switches  that 
can  be  installed  in  line  with  the  speedometer  cable  that  may  act  as  a 
frequency  source  when  the  vehicle  is  in  motion  but  of  course  the  switch  may 
remain  in  a  closed  position  with  the  vehicle  stationary. 

7.  Suggest  that  the  moving  time  hour  meter  accrue  operating  time  when 

vehicle  speeds  are  above  the  range  of  speeds  between  1  and  2  mph,  with  values 
closer  to  1  mph  being  desirable.  ^ 


Vayne  Dailey  y 
Test  Director' 


ArPKNOlX  B. 


The  actual  ^®input”represInting^approximately 

A  frequency  generator  signal  P  .Stual  time  interval  or 
lour  miles  per  hour  were  used.  The^actual^^ 

inter-pulse  period  IS  depen  t  ^se  of  illustration, 

(real-time  signal)  .  For  P  .  time 

^Si^nlS^P^hel^een  "ti>;  vl^Aous  sifnal  waveforms. 

Timing  mar)cs  TR  and  the^Sr-meter ■  s  "on” 

relationship  of  the .  inter-actuation  o^he_n^  ^ 

indicator.  These  =^9“^  ajid  have  no  timing  relationship 

Strictly  a  cie  speed).  However,  it  should  be 

to  the  input  signal  ^P^eveis  do  indicate  a  "full-on- 

noted  that  the  baseline  voltage  levers  a 

circuit  state. 
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infV^w^.-^N■lnr  J. 

-'Ti- J .  .. 

J'— 

Figure  B- 7.  Point  Jl  pin  D. 


Figure  B-8 
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APPENDIX  C.  ILLUSTRATIONS 
INSTRUMENTATION  CONFIGURATIONS 


FIGURE  C-1  HIGH  IMPEDANCE  MODE  INSTALATION  WITH  TACHOGRAPH 
AND  ARGO  INSTRUMENTS  2157  HALL  EFFECT  SWITCH. 


APPENDIX  C.  ILLUSTRATIONS 
INSTRUMENTATION  CONFIGURATIONS 


FIGURE  C-2  INSTALATION  WITH  MASSTECH  YELLOW  JACKET  REED 
SWITCH  (TR-S  2525-8).  (INDEPENDENT  MODE) 
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APPENDIX  C.  ILLUSTRATIONS 
INSTRUMENTATION  CONFIGURATIONS 


FIGURE  C-3  HIGH  IMPEDANCE  MODE  INSTALATION  WITH  VPR  AND 


MASSTECH  YELLOW  JACKET  SWITCH  (TR-8  2525-8). 
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APPENDIX  D.  DISTRIBUTION  LIST 


ADDRESSEE 

Commander 

U.S.  Army  Combat  Systems  Test  Activity 
ATTN:  AMSTE-RM-PL 

STECS-DA 
STECS-DA-I 
STECS-DA-M 

STECS-DA-ID  ATTN:  DR.  HARLEY 

STECS-EN-BM 

STECS-EN-BM-E 

STECS-AS 

STECS-DA-PS  ATTN:  MR.  JACKSON 
STECS-AD-A 

STECS-ENP  ATTN:  MR.  JONES 
Aberdeen  Proving  Ground,  MD  21005-5059 

Commander 

U.S.  Army  Test  and  Evaluation  Command 
ATTN:  AMSTE-TC-I  ATTN:  MR.  SIRMANS 

Aberdeen  Proving  Ground,  MD  21005-5055 

Commander 

U.S.  Army  Combat  Systems  Test  Activity 
ATTN:  AMSTE-RM-PL 

Aberdeen  Proving  Ground,  MD  21005-5059 
Commander 

U.S.  Army  Test  and  Evaluation  Command 
ATTN:  AMSTE-EV-R  ATTN:  ROY  BROWN 

AMSTE-AD-I 
AMSTE-AD-M 
AMSTE-TO-I 
AMSTE-TO-F 
AMSTE-CM 
AMSTE-AD-A 
AMSTE-AD-R 
AMSTE-TO-H 

Aberdeen  Proving  Ground,  MD  21005-5055 
Commander 

U.S.  Army  Cold  Regions  Test  Center 

ATTN:  STECR-TD 

APO  Seattle,  WA  98733-7850 

Commander 

U.S.  Army  Tropic  Test  Center 
ATTN:  STETC-TD-M 

APO  Miami,  FL  34004 


NO.  OF  COPIES 


1 

1 

1 

1 

1 

1 

1 

1 

1 

1 

1 


1 


1 


1 

1 

1 

1 

1 

1 

1 

1 

1 


1 


1 
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appendix  d. 


distribution  list 


ADDRESSEE 


NO.  OF  COPIES 


Commander  . 

U.S.  Arny  White  Sands  Missle 
ATTN:  STEWS-PL-P 

White  Sands  Missle  Range,  NM 


Range 

88002-5031 


1 


Commander 

U.S.  Army  Proving  Ground 
ATTN:  STEYP-MT-TS 

STEYP-MT-ET  ATTN : 
STEYP-MT-ET  ATTN : 
STEYP-MT-EM  ATTN : 
Yuma,  AZ  85364-9102 


WAYNE  DAILY 
JAVIER  SARDINA 
EUSEBIO  LOPEZ 


Commander  . 

U.S.  Army  Dugway  Proving  Ground 

ATTN:  STEDP-PO-I 

Dugway,  UT  84022—6805 


Commander  . 

U.S.  Army  Electronic  Proving  Ground 

ATTN :  STEEP-MO 

Fort  Huachuca,  AZ  85613-7110 
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5 

3 

1 


1 


1 


U.S.  Army 
ATTN: 

Warren,  MI 


•ank-Automotive  Command 
lMSTA-QA  ATTN:  Ron  Sturgeon 
MCPM-HFM-QR  ATTN:  David  LewandowsKi 

48397-5000 


Commander 

U.  S.  Army  Aviation  Development 

ATTN :  STEBG-MP-P 

Ft.  Rucker,  AL  36362-5276 


Test  Activity 


Defense  Technical  Information  Center 
ATTN :  DTIC-DDAC 
Cameron  Station 
Alexandria,  Virginia  22314 

Office  of  the  Under  Secretary  of  Defense 

ATTN:  RE/DDTE 
Pentagon,  Room  3E1060 
Washington,  DC  20310-0103 


1 

1 


1 


1 


1 
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